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Certificate of Analysis

PureLink™ Pro 96 Plasmid Purification Kit
 

 

 

Product No. K211004A, 10063814

Lot No. 3123363

Date of Manufacture 04-Dec-2024

The PureLink™ Pro 96 Plasmid Purification Kit is functionally tested for optimum performance using the 
following tests:

A /A  Ratio

Must be greater than or equal to 1.8

Result:  meets specification

Gel Electrophoresis

Genomic DNA and RNA should not be visible in test samples.
Purified plasmid samples should be at least 60% supercoil DNA with no noticeable smearing or shift in form 
upon incubation at 37  C in the presence of MgCl°

Result: Meets Specification
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For Research Use Only. Not for use in diagnostic procedures.


